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THE  DEVELOPMENT  AND  APPLICATION  OF  NEW  EXPERIMENTAL  LABORATORY  SfECiiT 

TECHNIQUES  AND  EQUIPMENTS  FOR  MEASURING  LASER 
ENERGY  ATTENUATION  IN  THE  ATMOSPHERE 


INTRODUCTION 


The  use  of  electromagnetic  energy  by  the  Army  for  weapon  guidance, 
surveillance,  countermeasures,  ranging,  and  remote  sensing  requires  de- 
tailed information  concerning  molecular  gas  absorption  and  aerosol  scat- 
tering and  absorption  of  laser  energy  along  the  propagation  path  through 
the  atmosphere.  Substantial  progress  has  been  made  in  obtaining  molec- 
ular gas  absorption  data  by  using  folded-path  White-type  optical  systems 
the  last  8 years  and  spectrophones  the  last  3 years.  However,  measure- 
ments of  aerosol  extinction  and  in  particular  the  aerosol  absorption  por- 
tion have  lagged  due  to  the  difficulties  of  developing  suitable  laboratory 
measurement  systems  as  was  done  for  molecular  absorption.  In  addition, 
molecular  absorption  research  still  needs  further  refinements  due  to  low- 
er absorption  coefficient  data  needed  and  the  large  amounts  of  expensive 
gases  needed  for  large  volume  White  cell  testing.  Measurement  of  aerosol 
absorption  and  scattering  in  the  open  atmosphere  are  also^ desirable  but 
have  not  been  easily  accomplished  because  of  the  long  optical  paths  pre- 
viously required  and  the  lack  of  control  of  the  environment.  Nevertheless, 
the  necessity  of  obtaining  more  data  is  increasing  along  with  the  use  of 
laser  devices.  In  some  cases,  aerosol  absorption  can  assume  dominant  im- 
portance due  to  the  unwanted  thermal  blooming  effect  which  can  be  encoun- 
tered by  high  energy  lasers  in  an  aerosol  or  other  absorbing  environment. 
Also,  other  real  needs  for  more  quantitative  aerosol  absorption  coef- 
ficient information  come  from  the  varied  nature  of  battlefield  environ- 
ments. These  environments  may  contain  dust,  debris,  smoke,  soot,  fogs, 
rain,  and  camouflage  and  countermeasure  aerosols,  any  of  which  could  in- 
hibit the  effectiveness  of  strategic  devices.  Therefore,  while  some  pro- 
gress has  been  made  in  measuring  atmospheric  gaseous  and  particulate 
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absorption,  much  remains  to  be  done.  Therefore,  this  report  presents 
some  data  and  progress  on  White-cell  usage  In  aerosol  extinction  tests 
and  more  data  and  conclusions  on  using  a pellet-spectrophone  for  deter- 
mining absorption  coefficients  for  several  particulate  materials, 

Ifl 

TASK  I 

An  open  walled  White-cell  system  was  constructed  and  given  Initial 
tests  during  the  previous  contract  period.  Half  of  the  just  ended  contract 
period  was  to  have  been  spent  on  further  testing  and  measurements.  Part 
of  this  proposed  effort  was  not  completed  due  to  an  important  development 
in  Task  II  that  took  at  least  3A  of  the  total  effort.  However,  what 
was  attempted  and  accomplished  on  Task  I will  be  presented  here. 

Background 

The  main  proposed  approach  to  have  been  used  in  measuring  laser  pro- 
pagation losses  through  aerosol  environments  in  a White-type  optics  cell 
was  to  use  layered  sedimentation  techniques  for  the  larger  sizes  of  par- 
ticles. Layered  settling  starts  with  the  particulate  matter  dispersed 
and  concentrated  in  a layer  at  the  top  of  a sedimentation  volume.  The 
layer  thickness  must  be  small  compared  to  the  distance  below  at  which  the 
amount  settled  is  measured.  This  type  of  dispersion  results  in  a minimum 
disturbance  of  the  White-cell  optical  conditions  between  the  mirrors,  min- 
imum contamination  of  mirror  surfaces,  and  by  using  Stokes'  settling  law 
results  in  a determination  of  particle  size  present  in  the  beam  at  any 
time  after  the  initial  layered  dispersion.  The  layered  sedimentation  pro- 
cedure has  been  used  to  help  checkout  the  White-cell  system  itself  and  in- 
itial results  were  presented  in  the  Final  Report  for  Contract  No.  DAAD07- 
74-C-OO9I  dated  March  6,  1975. 

Figure  1 is  a reproduced  sketch  of  the  system  configuration  as  con- 
templated for  use  by  NASA.  The  frame  is  reasonably  visible  and  is  the 
most  important  part  of  the  picture  since  that  is  the  portion  that  is  pre- 
sently being  used.  In  White  cell  usage,  the  mirrors  replace  the  two  mono- 
chromators on  the  end  carriages  and  the  multi-path  test  section  replaces  the 
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NASA  diffusion  pump  and  aluminum  cylinders  shown. 


General  Photonics  YAG  15-TWO  laser 

Previous  tcst3  using  the  White  cell  has  always  used  a He-Ne  laser. 
Sinco  the  U.S.  Army  primarily  Is  Interested  in  neodymium  lasers,  a new  ' 
laser  source  had  been  procurred.  It  Is  a General  Photonics  YAG  Model 
15-TWO  neodymium  laser  and  it  was  incorporated  as  a laser  source  In  the 
White  cell  system.  It  is  CW  and  has  a TEM^  mode  output  of  about  1.5  watts 
at  1.06  micrometers  and  as  much  as  5~6  watts  multimode.  It  was  first  op- 
erated a-c  while  a d-c  power  supply  was  being  designed  and  built.  To 
propagate  the  laser  output  through  the  White  cell  involved  design  and  con- 
struction of  a support  structure  large  enough  to  hold  the  YAG  laser,  He-Ne 
alignnent  laser,  and  associated  optics.  Alignment  is  accomplished  by  re- 
flecting the  He-Ne  beam  back  onto  itself  from  the  cavity  mirrors  and  neo- 
dymium rod.  This  type  of  alignment  procedure  normally  results  in  a close 
coincidence  of  the  transmitted  portion  of  the  He-Ne  beam  and  the  YAG  out- 
put when  lasing.  A close  coincidence  is  required  to  give  visual  aid  when 
propagating  the  YAG  beam  back  and  forth  through  the  White  ceil. 

The  cooling  system  for  the  YAG  laser  is  somewhat  complex  and  consists 
of  a filter,  pump,  and  an  automobile  transmission  cooler  radiator  sub- 
mersed in  the  laboratory  sink  for  cooling.  Some  difficulty  was  exper- 
ienced in  keeping  the  coolant  flow  temperature  down  when  the  YAG  laser  was 
on.  The  circulating  fluid  used  was  deionised  water  for  corrosive  pro- 
tection. The  YAG  laser  had  to  be  turned  off  when  the  coolant  temperature 
exceeded  85  degrees  Fahrenheit  after  about  10  minutes  of  operation. 

Operation  of  the  NdtYAG  laser  from  a-c  results  in  an  output  ripple. 
Therefore,  a d-c  power  supply  was  designed  and  constructed.  Delivery  times 
on  the  large  capacitors  exceeded  three  months  and  so  substantial  delays 
occurred.  The  completed  d-c  power  supply  is  capable  of  supplying  over  20 
amps  at  120  volts.  The  General  Photonics  YAG  15-TWO  laser  starts  to  lase 
with  the  applied  voltage  as  low  as  95  volts  and  a current  of  less  than 
15  amps.  Even  when  using  this  supply,  the  beam  stability  is  not  as  good  as 
desired  on  a long  term  basis.  In  fact,  this  instability  proved  to  be  quite 
troublesome  and  difficult  to  improve.  Increasing  the  size  of  the  cavity 
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mode-control  aperture  helped  to  improve  the  stability,  but  output  power 
variations  were  still  annoying.  By  checking  with  the  manufacturer,  it 
was  discovered  that  the  particular  YAG  laser  ordered  and  used  has  a con- 
figuration that  lends  itself  more  to  higher  multimode  power  outputs  than 
to  stability.  Since  the  present  requirements  concern  output  stability 
more  than  anything  else,  it  would  have  been  more  pertinent  to  order  a 
different  model.  Such  an  opportunity  presented  itself  when  the  YAG  laser 
crystal  was  shattered  during  the  first  part  of  December  when  improper 
coolant  flow  occurred.  It  was  determined  that  General  Photonics  could 
replace  the  broken  rod  with  a rod  curved  on  one  end.  By  changing  the 
curvature  of  the  output  coupling  mirror,  more  stable  output  levels  can  be 
obtained..  Such  replacements  were  accomplished  and  the  YAG  laser  is  once 
again  ready  for  operation  at  the  end  of  this  contract  period.  Again  it 
should  be  stressed,  much  more  effort  was  placed  in  the  new  developments 
in  Task  II  and  therefore  substantial  delays  occurred  in  Task  I. 

YAG  Laser  White  Cell  Tests 

More  than  50  NdtYAG  laser  path  lengths  were  somewhat  readily  set  up 
through  the  White  cell  system  with  good  cell  stability  as  had  been  ob- 
served for  He-Ne  laser  transmission  earlier.  The  first  initial  attenua- 
tion tests  through  a layered  sedimentation  glass  bead  medium  encountered 
difficulties  involving  the  laser  output  stability  problem  mentioned  a- 
bove.  Good  measurement  results  were  difficult  to  obtain  without  further 
improvement  in  the  laser  output  stability.  Therefore,  continued  effort 
was  spent  on  stabilization.  Extra  careful  alignment,  trial  and  error  use 
of  mode-control  apertures,  and  other  attempts  at  stabilization  resulted 
in  only  partial  success.  At  this  point  in  time,  the  remaining  YAG  laser 
output  instabilities  were  more  nagging  than  serious  as  problems.  At  this 
point,  further  glass  bead  testing  was  undertaken. 

A minicomputer  was  used  for  data  taking  as  had  been  done  for  He-Ne 
laser  tests  during  the  previous  contract  period.  Layered  sedimentation 
was  still  used  as  the  dispersion  and  sizing  method.  Two  ADC's  should  have 
been  used,  one  for  an  input  signal  reference  and  one  for  the  output.  The 
use  of  two  ADC's  would  effectively  negate  the  persistent  source  instability 
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problems  that  had  been  and  were  being  encountered.  Unfortunately,  substan- 
tial difficulties  were  discovered  in  programming  the  two  ADC  method  and  so 
only  the  output  ADC  was  used  with  the  corresponding  assumption  that  the 
Input  level  didn't  change  much  during  the  test  period.  Of  course,  laser 
output  stability  remained  nr.  important  problem  under  these  conditions. 

The  main  purpose  of  the  output  AUG  was  to  record  the  changes  in  the 
output  in  a digital  format  suitable  for  use  in  a larger  computer  system. 

The  test  data  was  obtained  on  paper  tape  from  the  H-P  2115  computer  and  then 
taken  to  the  disc-operated  H-P  2116. 

During  the  tests,  the  largest  particles  reach  the  beam  first  and  cause 
a fairly  rapid  output  change  due  to  the  speed  with  which  the  concentration 
and  particle  sizes  increase.  The  latter  parts  of  the  run  have  slower  out- 
put variations  because  smaller  particles  are  involved  and  their  sedimen- 
ting rates  are  much  slower.  By  using  a particulate  sample  such  as  a nor- 
mal distribution  of  known  size  glass  beads,  the  attenuation  (scattering) 
coefficient  K can  be  determined! 

Figure  2 is  a computer  printout  of  the  ADC  pretest  calibration  data 
and  test  measurements  versus  time  for  a 20-30  micron  glass  beads  sample. 
Figure  3 is  a photograph  of  a computer  display  of  test  signal  normalized 
intensity  versus  time  while  Figure  4 contains  the  main  desired  test  re- 
sults. The  source  used  was,  of  course,  the  General  Photonics  NdjYAG 
15-TWO  laser  emitting  at  1.06  micrometers.  Note  that  the  plotted  k 
values  are  closer  to  one  than  two.  Two  would  be  expected  for  large  non- 
absorbing  particles  compared  to  source  wavelength.  Repeatting  these 
tests  again  gave  results  closer  or  even  near  a value  of  one.  Tt  would  seem 
that  the  White  cell  optics  could  be  refocussing  some  of  the  near  diffrac- 
ted energy.  Future  tests  like  these  using  the  more  stable  YAG  laser  con- 
figuration and  varying  apertures  at  the  output  detector  position  should  un- 
ravel this  problem.  If  no  further  layered  sedimentation  tests  are  run, 
restrictive  detector  apertures  will  be  used  in  order  to  avoid  these  pos- 
sible difficulties. 

White  Cell  Uniforn-Dl sncrslon  Tests 


While  layered  sedimentation  is  and  has  been  useful  for  system  test 
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Fig.  2.  Transmission  printout  versus  time. 
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Fig.  3*  Source  transmission  versus  time 
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purposes,  it  appears  that  maximum  usefulness  can  be  best  achieved  by  going 
to  a uniformly-dispersed  smaller-particle  test  medium.  This  has  required 
a modification  of  the  center  section  of  the  White  cell  and  the  acquisition 
of  a state-of-the-art  particle  sizer  and  counter.  A major  portion  of  the 
Task  I effort  has  been  made  in  the  uniform  test  area. 

Modification  of  the  White  cell  center  section  has  been  relatively  easy 
to  accomplish  since  only  a masked  volume  is  required.  The  layered  sedimen- 
tation apparatus  with  the  top  dispersal  area  vias  removed  first.  Next,  a 
rectangular  box  was  placed  in  the  center.  Apertures  were  cut  to  let  the 
laser  beams  through  as  had  been  done  for  layered  sedimentation.  However, 
a masking  system  was  added  which  can  be  used  to  shut  off  the  test  volume 
from  outside  turbulence  while  particle  dispersion  is  being  accomplished. 

When  ready,  the  masks  are  dropped  away  from  the  apertures  allowing  an  at- 
tenuation measurement  to  be  made  as  fast  as  possible,  after  which  the 
masks  are  reset  in  place.  During  this  time  a particle  sizer  and  counter 
must  be  operating  to  characterize  the  test  medium  wherein  the  laser  at- 
tenuation measurement  has  been  made. 

For  particle  counting  and  sizing,  a Knollenberg  Model  ASASP-300  in- 
strument was  ordered  from  Particle  Measuring  Systems,  Inc.  in  Boulder, 

Colorado  at  a cost  of  $7,500  from  S.E.  Dept,  funds.  The  unit  was  received 
during  the  latter  half  of  the  contract  period.  It  has  a minimum  detec- 
table size  of  0.1  micron  and  a size  resolution  of  0.1  micron  through  four 
size  ranges  up  to  a maximum  size  of  about  5 microns.  The  instrument  came 
in  with  an  output  both  as  an  analog  signal  and  a BCD  digital  format  sui- 
table for  direct  input  to  an  in-lab  H-P  5406b  data  processor.  Much  of  the 
graduate  student’s  time  was  spent  in  interfacing  the  sizer  to  the  mini- 
computer. However,  this  will  result  in  an  automated  sizing  system  superior 
to  the  complete  commercial  $13,000  unit,  of  which  we  could  only  afford  the 
$7,000  head.  His  cost  has  been  minimal  with  respect  to  hardware,  but 
time-wise,  he  has  had  to  put  substantial  effort  into  layout  and  construc- 
tion of  circuit  cards,  etc.  The  magnitude  of  this  interfacing  work  is  large 
enough  that  it  was  not  completed  by  24  March  197&  and  therefore  has  delayed 
initiation  of  the  testing  phase.  However,  once  completed,  the  data  processing 
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system  should  be  an  Important  test  facet  since  tosts  of  this  type  are 
only  ns  pood  as  the  ability  to  measure  and  record  what  Is  being  tested. 

In  the  future,  White  cell  tests  will  be  completed  and  reported  as  soon 
as  they  can  fit  in  the  research  schedule  depending  on  possible  future 
funding  and  other  different  committments. 

Another  work  task  related  to  uniform-dispersion  tests  was  the  future 
emphasis  expected  to  be  given  to  countermeasure  smoke  attenuation  problems. 

In  order  to  initiate  such  tests,  the  fume  hood  was  moved  into  the  base- 
ment laboratory  and  a decision  was  made  to  reroute  the  roof  exhaust  out- 
let to  the  fume  hood  and  White  cell  test  area.  This  has  been  largely  ac- 
complished on  a first  try  basis  for  feasibility  tests.  A more  sophisti- 
cated system  will  probably  have  to  be  used  for  possible  toxic  smoktj  testing, 

Conclusions  and  Hecommencat ions 

All  of  the  proposed  tests  were  not  completed  for  several  important 
reasons.  First  of  all,  extensive  particle  sizing,  pai'ticle  counting,  and 
data  processing  interfacing  work  has  had  to  be  done  for  connection  to  a 
minicomputer  system.  This  has  delayed  initial  testing  but  will  prove  nec- 
essary for  future  experimental  usage.  Secondly,  an  important  development 
in  Task  II  made  it  necessary  to  apply  extra  attention  to  other  experiments 
because  of  immediate  appl icabi 1 ity  and  importance.  Therefore,  only  now 
is  ti  possible  to  run  quantitative  uniform-dispersion  tests  as  had  been 
proposed  for  this  contract  period.  With  or  without  future  funding  for 
Task  I,  some  of  these  tests  will  be  completed  in  the  near  future. 

TASK  II 

White  cells  are  useful  in  molecular  gas  absorption  work  but  are  very 
expensive  to  install  and  require  large  amounts  of  gases  to  be  tested  be- 
cause of  the  large  volumes  involved.  Spoctrophones,  with  much  smaller  vol- 
umes, are  currently  being  tested  for  measuring  small  amounts  of  laser  ra- 
diation absorption  both  in  gaseous  and  aerosol  environments.  Due  to  the 
Importance  of  measuring  atmospheric  particulate  absorption  coefficients  and 
since  a modified  spectrophone  seems  to  be  a useful  tool  for  such  measurements, 
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all  of  the  Task  II  effort  has  been  directed  towards  particulate  absorption 
work. 

Most  of  the  following  report  material  is  a direct  reproduction  of  three 
papers,  all  of  which  were  developed  during  this  contract  period  and  two 
of  which  have  already  been  presented  and  appeared  in  print.  Some  material 
has  been  added  inbetween  the  three  papers  for  continuity  and  presentation 
of  results  not  yet  formally  published. 
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SUMMARY 

The  absorption  of  electromagnetic  radiation,  in  particular  laser  energy,  by 
the  particulate  matter  in  the  atmosphere  is  an  important  variable  in  the  study 
of  atmospheric  propagation  effects.  Therefore,  the  investigation  of  the  complex 
refractive  index  of  atmospheric  particulate  matter  is  a research  area  which  is 
becoming  increasingly  more  active  (Ref  1-5).  One  of  the  major  problems  in 
experimental  programs  is  to  separate  scattering  and  absorption  effects.  A 
spect.rophono  offers  possibilities  in  this  area  since  it  responds  only  to  absorbed 
energy  (Ref  6-10).  A new  method  to  measure  particulate  absorption,  using  spccl.ro- 
phones,  is  proposed.  The  technique  lias  been  applied  to  atmospheric  particulate 
samples  in  the  CC>2  laser  10.6-pm  spectral  region. 

Several  spoctrophone  geometries  are  possible  with  the  new  method,  but  common 
to  them  all  is  the  handling  of  the  particulate  matter.  The  sample  is  deposited 
on  the  surface  of  an  optical  flat  which  may  be  interior  to  the  spoctrophone  or 
serve  as  the  front  or  rear  window  of  the  spoctrophone  chamber.  The  energy  ab- 
sorbed by  the  particulate  matter  is  transferred  to  the  gas  in  the  spect rophone , 
resulting  in  a signal  from  the  pressure  transducer.  Those  signals  can  then  ho 
related  to  the  amount  of  energy  absorbed  by  the  sample. 

The  operation  of  a spoctrophone  system  requires  a chopped,  reasonably  strong 
radiant  source  (tenths’  of  a watt  or  more  depending  on  the  absorption  strength  of 
the  sample).  In  order  to  test  the  new  technique,  an  absorption  region  was  desired 
which  had  wavelength-dependent  absorption.  Previous  work  (Ref  11-12)  indicated 
that  atmospheric  dust  has  wavelength-dependent  absorption  behavior  in  the  CO2 
laser  wavelength  region.  A tunable  CO2  laser  was  chosen  with  a variable  speed 
choppe.r  In  the  beam  path.  In  addition  to  the  above  equipment,  the  experimental 
setup  included  a single  chamber  spoctrophone,  a power  meter,  a capacitance 
manometer  system  with  a 0-1  torr  sensing  head,  and  associated  electronics. 

In  the  work  reported  herein,  samples  of  atmospheric  dust  were  distributed 
on  the  surface  of  a zinc  selenide  flat.  The  particulate  matter  covered  (geomet- 
rically) about  1%  of  the  total  surface  area  of  the  window  that  was  exposed  to 
the  laser  beam.  The  individual  particle  sizes  were  mostly  below  5 pm  in  diameter 
witli  a few  between  5 and  15  pm.  The  particle  diameters  were  determined  by  using 
an  optical  microscope  to  scan  the  surface.  The  zinc  sclcnide  flat  with  dust  was 
used  as  the  front  window  of  the  spoctrophone  chamber;  the  rear  window  was  also 
zinc  selenide. 

The  tunable  COj  laser  radiation  was  chopped  at  rates  between  0.1  and  1 llz, 
thereby  alternately  heating  the  particulates  and  then  allowing  them  to  cool.  As 
the  particles  are  irradiated,  part  of  the  absorbed  energy  is  transferred  directly 
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to  the  chamber  pas  and  part  to  the  window.  The  window  part  must  be  considered 
for  atmospheric  dust,  since  these  particles  tend  not  to  be  spherical  in  shape 
and  may  have  substantial  thermal  contact  with  the  window.  Thus,  some  of  the  ab- 
sorbed energy  may  be  transferred  through  the  window  and  out  of  the  spcctrophouc 
chamber.  Another  problem  involves  the  energy  scattered  from  the  particles  which 
may  be  absorbed  by  the  chamber  walls  and  hence  lead  to  a pressure  increase. 

However,  ouly  a small  portion  of  the  scattered  energy  hitting  the  chamber  wall 
will  be  absorbed,  with  most  of  it  being  reflected  out  of  the  system. 

In  this  work  three  sets  of  measurements  were  made.  First,  the  absorption 
due  to  the  zinc  selenide  window  was  measured;  second,  with  the  particulate 
matter  on  the  window,  measurements  were  obtained  with  the  sample  on  the  inside 
of  the  spectrophoue  chamber;  and  third,  the  window  was  reversed  and  the  measure- 
ment made  with  the  sample  on  the  outside.  The  signals  obtained  from  the  capaci- 
tance manometer  with  only  the  absorption  from  the  zinc  selenide  window  present 
were  about  50  millivolts,  and  were  independent  of  wavelength.  With  the  particulate 
sample  present,  the  addition  signal  ranged  up  to  150  millivolts.  The  laser  power 
for  these  tests  was  about  0.4  watts. 

A combination  of  the  above  measurements,  to  account  for  all  the  energy 
absorbed  by  the  particles,  results  in  the  data  plotted  in  Fig.  1.  These  data 
are,  in  principle,  proportional  to  the  energy  absorbed  by  the  dust  sample.  In 
order  to  qualitatively  verify  the  wavelength  dependence  shown  in  Fig.  1,  a con- 
ventional KEr  pellet  extinction  spectrum  of  the  same  sample  was  made.  This  spec- 
trum, containing  both  absorption  and  scattering  losses,  is  included  as  the  solid 
line  in  Fig.  1.  It  has  been  normalized  to  the  spectrophone  data  at  a wavelength 
of  9.6  pm.  By  reversing  the  sample  from  inside  the  spectrophone  to  outside,  the 
energy  transferred  through  the  window  and  lost  to  the  chamber  signal  can  be 
partially  accounted  for.  Analysis  of  the  data  in  regions  of  lov;  absorption  in- 
dicates that  the  effect  of  scattering  in  the  spectrophone  is  snail  and  does  not, 
exceed  10%  of  the  total  signal. 

The  spectrophone  system  used  in  the  above  test  has  been  calibrated  with  both 
nichrome  wire  and  P(20),  10.59-pm,  C0£  line  absorption  measurements.  The  two 
measurements  agreed  fairly  well.  However,  both  of  these  calibration  procedures 
are  based  on  absorption  along  the  spectrophone  chamber  axis  and  not  just  at  a 
window  surface.  More  tests  are  needed  to  determine  if  there  are  any  differences. 
Spectrophone  measurements  similar  to  those  described  above  were  made  for  materials 
such  as  powdered  quartz  and  amorphous  carbon,  whose  absorption  coefficients  are 
reasonably  well  known  (Ref  13-14),  so  that  an  empirical  calibration  could  be 
made. 

In  addition  to  the  calibration  problem,  additional  work  is  required  to 
optimize  this  new1  technique.  The  spectrophone  system  with  which  the  data  in  Fig. 

1 was  obtained  was  designed  for  gaseous  absorption  work.  Other  geometries  are 
Under  study,  including  depositing  the  aerosol  particle  on  a transmitting  substrate 
completely  contained  within  a spectrophone  chamber  and  the  use  of  a differential 
(two  chamber)  spectrophone  system.  It  is  anticipated  that  further  development  of 
this  new  method  of  measuring  atmospheric  particulate  absorption  will  produce  much 
needed  data. 
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The  absorption  of  electromagnetic  radiation,  in  particu- 
lar laser  energy,  by  the  particulate  matter  in  the  atmo- 
ephere  is  an  important  variable  in  the  study  of  atmospheric 
propagation.  Therefore,  the  investigation  of  the  complex 
refractive  index  of  atmospheric  particulate  matter  has  be- 
eome  an  active  research  area.1-5  One  of  the  major  prob- 
lem# in  experimental  programs  is  to  separate  scattering 
•nd  absorption  effects.  Spectrophones  show  promise  in 
this  area  since  they  respond  to  absorbed  energy.610  A new 
method  of  measuring  atmospheric  particulate  absorption 
Using  a differential  spectrophone  system  has  been  tested, 
and  initial  results  have  been  obtained  in  the  9-*xm  and 
lOttfm  wavelength  regions.11  The  differential  spectro- 
phone reduces  window  signals  and  is  used  to  obtain  in- 
creased sensitivity.  A tunable  CO2  laser  was  used  as  the 
source  shown  in  the  diagram  of  the  test  system  configura- 
tion in  Fig-  L 

The  tunable  CO-2  laser  source  is  chopped  at  about  0.5  Hz. 
The  beam  passes  through  both  chambers  to  a power  meter. 
Roth  chambers  contain  nonabsorbing  Nj  (at  660  Torr  pres- 
eure)  and  2.5-cm  diam  NaCl  flats.  The  flat  in  the  first 
Chamber  balances  the  absorption  of  the  particulate  sub- 
strate flat  in  the  second  chamber.  Absorption  by  the  win- 
dows, flats,  and  particulate  sample  results  in  energy  trans- 
fers to  the  Nj  gas.  This  raises  the  temperature  and  pres- 
•ure  of  the  gas,  resulting  in  pressure  changes  measurable 
With  the  capacitance  manometer  differential  sensing  head. 
The  window  and  flat  absorption  effects  approximately  can- 
cel, leaving  the  particulate  absorption  signal  by  itself  as  the 
Only  observed  result.  The  leak  valve  is  set  (nearly  closed) 
ao  It  isolates  both  chambers  from  each  other  at  the  chop- 
ping rate  and  yet  maintains  steady-state  pressure  equilibri- 
um. 


DIFFERENTIAL 


SPECTROPHONE 


CHAMBERS 


SCNSWe  HEAD  0*1  TORR 

Fig  |.  Rlork  diagram  of  differential  spectrophone  system.  At- 
mospheric dust  is  on  the  indicated  substrate  surface. 
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The  capacitance  manometer  head  in  Fig.  1 senses  pres- 
sure differences  between  the  two  chambers  by  using  the 
changing  capacitance  of  a thin  stressed  metallic  membrane 
as  part  of  an  electrode  system.  The  total  range  of  the  head 
is  0-1  Torr.  The  associated  electronics  has  multiple  ranges 
with  the  most  sensitive  being  0.001  Torr  full  scale.  Figure 
2 is  a photomicrograph  of  an  atmospheric  dust  sample  as  it 
appeared  when  on  a substrate  flat.  The  dust  was  brushed 
onto  the  surface  from  a sample  collected  by  forcing  air 
through  a membrane  filter.  Note  the  small  amount  of  sur- 
face coverage,  even  though  the  signal  resulting  from  the  ab- 
sorption was  nearly  100  mV.  Signals  obtained  with  no  par- 
ticulates on  the  substrate  flat  in  the  second  chamber  are 
less  than  5 mV.  Therefore,  even  more  dilute  samples  can 
be  used  in  those  cases  where  collection  is  a problem. 
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Fig.  2.  Photomicrograph  of  atmospheric  dust  on  NaCl  flat  used 
in  second  chamber  of  the  differential  spectrophone. 
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Fig.  3.  Spectrophone  experimental  results.  The  crosses  (+)  sre 
the  signals  obtained  at  specific  CO-.,  laser  wavelengths  for  the  sam- 
ple shown  in  Fig.  2. 
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Figure  3 shows  the  results  of  multiwavelength  CO2  laser 
absorption  tests  on  the  atmospheric  dust  sample  in  Fig.  2. 
The  extinction  curve  (scattering  plus  absorption)  in  Fig.  4 
eras  obtained  using  part  of  the  same  parent  dust  sample 
with  the  potassium  bromide  pellet  technique  and  an  ir 
spectrophotometer  (Perkin-Elmer  model  521).  This  curve 
is  similar  in  shape  to  that  obtained  by  others12-13  using  dif- 
ferent dust  samples.  The  qualitative  agreement  between 
Figs.  3 and  4 is  evident.  The  need  for  a calibration  process 
for  the  spectrophone-generated  results  is  obvious,  since 
comparison  with  different  measurement  procedures  is  im- 
possible without  it. 

Calibration  of  the  differential  spectrophone  system  is 
possible  using  the  known  absorption  of  the  CO2  laser  P(20) 
line,  at  10.591  «m  in  CO2  gas.  Such  a test  in  a mixture  of 
Nj  and  CO;  in  the  second  chamber  and  nonabsorbing  N2 
only  in  the  First  chamber  results  in  a signal  voltage  level 
proportional  with  the  amount  of  CO->  gas  used.  The  known 
absorption  coefficient  is  then  used  to  calculate  the  ab- 
sorbed power  (which  is  normally  less  than  can  be  directly 
measured  using  conventional  methods).  These  calcula- 
tions result  in  a sensitivity  of  about  1.75  mV  per  j<W  ab- 
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Fig.  4.  Extinction  curve  of  atmospheric  dust  vs  wavelength  ob- 
tained using  the  KBr  pellet  technique  and  an  ir  spectrophotome- 
ter. The  same  parent  dust  sample  was  used  to  obtain  the  results 
of  Figs.  3 and  4. 


sorbed  for  the  differential  system  in  Fig.  1.  This  number 
can  be  used  to  obtain  the  absorption  coefficient  of  a sub- 
strate particulate  sample  if  particle  size  and  number  densi- 
ty (or  total  mass)  are  known. 

Measuring  absorption  characteristics  of  particulate  sam- 
ples on  optical  substrates  in  a differential  spectrophone  has 
several  important  advantages.  Two  of  these  are  (1)  ex- 
tremely high  sensitivity  useful  for  dilute  samples  and  low 
absorption  coefficients  and  (2)  the  ability  to  separate  ab- 
sorption losses  from  scattering  losses.  One  disadvantage 
concerns  the  heat  transfer  path  between  the  particles  and 
substrate.  Substrate  and  window  absorption  equilibrium 
response  times  are  as  much  as  20-30  sec  in  the  system  in 
Fig.  1.  Therefore,  any  absorbed  energy  that  flows  from  the 
particles  to  the  substrate  will  not  show  up  as  a contribution 
to  the  signal  when  chopping  at  about  0.5  Hz.  However,  if 
the  substrate  heats  up  more  than  the  particles  due  to  its 
own  absorption,  any  energy  flow  between  the  substrate  and 
the  particles  will  be  from  the  substrate.  Under  these  con- 
ditions the  particulate  energy  absorption  should  all  show 
up  as  a signal  due  to  the  much  faster  response  times. 

Another  problem  also  surfaced  when  making  initial  tests 
of  the  system  in  Fig.  1.  None  of  the  NaCl  components 
were  wedges  or  antireflection  coated,  thus  giving  rise  to 
varying  wavelength  transmission  and  reflection  effects. 
These  showed  up  during  the  multiwavelength  testing  as  ap- 
proximately ±10%  absorption  signal  errors  due  to  reillumi- 
nation of  the  particles.  The  data  in  Fig.  3 represent  aver- 
ages of  repeated  tests.  The  above  errors  can  be  avoided  by 
using  antireflection-coated  or  wedge-shaped  flats. 

It  is  felt  that  the  advantages  of  the  above  described  aero- 
sol absorption  measurement  method  far  outweigh  the  en- 
countered disadvantages.  However,  much  work  remains  to 
develop  and  analyze  the  system  more  fully. 

References 

1.  K.  Fischer,  Beitr.  Phys.  Atmos.  43,  244  (1970). 

2.  K.  Bullrich,  G.  Eschelbach,  K.  Fischer,  and  G.  Hanel,  J.  Col- 
loid Interface  Sci.  39, 546  ( 1972). 

3.  G.  W.  Grams,  I.  H.  Blifford,  Jr.,  B.  G.  Schuster,  and  J.  J.  Delu- 
iai,  J.  Atmos.  Sci.  29, 900  (1972). 

4.  F.  E.  Volz.  Appl.  Opt.  12, 561  (1973). 

5.  J.  D.  Lindberg  and  L.  S.  Laude,  Appl.  Opt.  13, 1923  (1974). 

fi.  E.  L.  Kerr  and  J.  G.  Atwood,  Appl.  Opt.  7, 915  (1966). 

7.  L.  B.  Kreuzer,  J.  Appl.  Phys.  42, 2934  (1971). 

8.  L.  Rosengren,  Infrared  Phys.  13, 109  (1973). 

9.  E.  L.  Kerr.  Appl.  Opt.  12, 2520  (1973). 

10.  A.  Rosencwaig.  Science  181,657  (1973). 

11.  Early  results  were  presented  by  S.  A.  Schleusener,  J.  D. 
Lindberg,  and  K.  0.  White  in  "Spectrophone  Measurement  of 
the  Absorption  of  Laser  Energy  by  Atmospheric  Dust"  at  the 
Spring  Conference  of  the  Optical  Society  of  America,  19-21 
March  1975,  Anaheim,  California. 

12.  G.  B.  Hoidale  and  A.  J.  Blanco,  Pure  Appl.  Geophvs.  75,  151 
(1969). 

13.  K.  O.  White  and  J.  D.  Lindberg,  Appl.  Opt.  12, 2544  (1973). 


19 


November  1975  / Vd.  14,  No.  1 1 / APPUED  OPTICS  2565 


Not  shown  in  the  November  1975  Applied  Optics  article  reproduced  above 
are  substrate  results  obtained  on  other  material.  Figure  5 Is  a plot  of 
spectrophone  signal  versus  wavelength  for  30-^0  micron  glass  beads  distri- 
buted on  the  substrate  surface.  Note  the  variation  in  the  measured  points. 
This  is  a good  example  of  the  troublesome  etalon  effects  mentioned  in  the 
above  papers.  Figure. 6 is  a plot  of  spectrophone  signal  versus  wavelength 
for  powdered  quartz.  Less  point-to-point  variation  is  apparent.  The  form 
of  this  curve  matches  that  obtained  by  other  methods. 
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ABSTRACT 

A new  method  of  quantitatively  measuring  the  absorption  of 
atmospheric  dust  or  other  particulate  matter  is  described.  The 
system  uses  a different ial-spectrophone  KBr  pellet  technique  and 
should  ultimately  prove  useful  from  the  ultraviolet  to  the  far 
infrared  wavelength  region.  Preliminary  measurement  data  on  at- 
aospherlc  dust,  quartz,  and  soot  are  presented  at  1.06,9*6,  and 
10.6  micrometer  wavelengths. 
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INTRODUCTION 


The  absorption  of  electromagnetic  radiation  by  particulate 
natter  suspended  in  the  earth’s  atmosphere  is  a quantity  of  consid- 
erable current  interest.  It  must  be  known  to  calculate  the  effect 
of  such  dust  on  the  propagation  of  laser  or  other  electromagnetic 
energy.  At  the  present  time,  very  little  quantitative  data  is 
available  throughout  most  wavelength  regions.  Qualitative  infor- 
mation about  the  absorption  of  infrared  energy  by  atmospheric  dust 

can  be  obtained  by  the  KBr  pellet  method,  and  this  has  been  ex- 

1 2 

plotted  by  several  workers.’  Some  quantitative  measurements  in 

the  visible  and  infrared  spectrum  have  been  made  using  other 

methods,  and  recently  Fischer  has  extended  his  work  into  the 
7 

infrared;  Therefore,  while  some  progress  has  been  made  in  mea- 
suring atmospheric  particulate  absorption,  much  remains  to  be  done. 

This  is  in  contrast  to  the  substantial  progress  that  has  been 
made  in  obtaining  molecular  gas  absorption  data  by  using  folded- 
path  White-type  optical  systems  the  last  10  years  and  spectrophones 

the  last  4 years.  It  appears  that  spectrophone  systems  can  also 
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prove  valuable  in  obtaining  particulate  matter  absorption  data.’ 

This  is  the  technique  t:.at  is  presented  in  this  paper.  It  should 
prove  useful  and  provide  quantitative  imaginary  refractive  index 
data  from  the  ultraviolet  to  the  far  infrared  wavelength  region. 

Measurements  of  aerosol  absorption  and  scattering  in  the  open 
atmosphere  are  desirable,  but  have  not  been  easily  accomplished 
because  of  the  long  optical  paths  required  and  the  lack  of  con- 
trol and  measurability  of  the  environment.  Therefore,  most  pre- 
sent day  tests  are  being  conducted  in  varying  forms  of  simulated 
environments  in  laboratories. 

The  fundamental  problem  in  making  laboratory  measurements  of 
the  refractive  index  of  atmospheric  dust  is  in  designing  a technique 
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whereby  the  scattered  energy  and  absorbed  energy  can  be  separately 
and  quantitatively  determined,  Spectrophones  can  be  designed  to 
respond  primarily  to  absorbed  energy,  thereby  enabling  separation 
of  scattered  and  absorbed  energies.  Our  first  system  has  a mea- 
sured absorption  to  scattering  sensitivity  ratio  of  about  200,  and 

this  is  more  than  adequate  for  most  studies. 

8 Q 

Our  previously  reported  work  * using  spectrophoncs  to  mea- 
sure atmospheric  dust  absorption  lacked  both  quantitative  and  cal- 
ibration capabilities.  The  quantitative  aspect  has  been  over- 
come by  using  a measurable  dilution  mixing  process  involving  high 
accuracy  analytical  balances  and  KBr  host  pellet  material.  The 
calibration  problem  is  presently  being  minimized  through  infrared 
extinction  measurements,  nichrone  wire  dissipation,  ar.d  CO^  gas 
absorption  tests  at  the  CO^  laser  P(20)  line  at  10.6  micrometers. 

The  remaining  question  is  what  final  accuracy  can  be  reasonably 
attained. 

In  view  of  the  above,  this  paper  is  intended  to  basically 
do  three  things:  demonstrate  that  a spectrophone  system  can  be 
selectively  sensitive  to  the  absorbed  energy  in  a dust  sample  ra- 
ther than  scattered  energy,  show  how  such  a particulate  spectro- 
phone may  be  calibrated,  and  finally,  present  some  preliminary 
measurement  data  on  atmospheric  dust  at  CO^  laser  wavelengths  of 

9.6  and  10.6  micrometers  and  at  the  NdiYAG  laser  wavelength  of 

1.06  micrometers. 

PARTICULATE  SPECTROPHONE 

A recent  comprehensive  and  theoretical  treatment  of  gaseous 
absorption  spectrophones  has  been  given  by  Rosengren***  while 
Bennett  and  Forman**  have  completed  studies  on  heat  transfer  from 
a solid  to  a nonabsorbing  gas.  Howevor,  differential  spectrophones 
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are  not  mentioned  in  either  article.  Therefore,  some  of  the  basic 
principles  as  related  to  differential  spectrophone  operation  will 
bo  presented.  Both  CO^  and  NdjYAG  lasers  have  been  used  as  sources 
in  the  diagram  of  the  test  system  configuration  illustrated  in 
Fig.  1. 

Unlike  our  previous  tests,  neither  laser  source  has  been  chop- 
ped in  a repetitive  manner.  Instead,  the  source  is  allowed  to 
pass  through  both  chambers  to  a power  meter  for  a period  of  time. 
Both  chambers  contain  nonabsorbing  (at  660  Torr  pressure,  local 
atmospheric  pressure)  and  13-mm  diameter  KBr  pellets.  The  pure 
KBr  pellet  in  the  first  chamber  balances  the  absorption  of  the 
particulate-holding  KBr-mixture  host  pellet  in  the  second  chamber. 
Absorption  by  the  windows,  pellets,  and  particulate  sample  result 
in  energy  transfers  to  the  gas.  This  raises  the  temperature 
and  pressure  of  the  gas  in  each  chamber,  resulting  in  a net  par- 
ticulate sample  contribution  measurable  with  the  capacitance  man- 
ometer differential  sensing  head.  Through  proper  design,  unwanted 
absorption  effects  can  be  made  to  approximately  cancel,  leaving 
the  particulate  absorption  signal  by  itself  as  the  only  observed 
result.  An  offset  signal  can  occur  in  systems  withoui  antire- 
flection coated  or  Brewster-angle  components.  However,  such  off- 
set signals  are  normally  small  and  are  caused  by  less  power  reach- 
ing the  back  chamber  due  to  losses  at  all  earlier  air-to-solid 
surfaces.  The  leak-valve  in  Fig.  1 is  set  (very  nearly  closed)  so 
that  it  nearly  isolates  both  chambers  from  each  other  during  the 
test  time  period  and  yet  maintains  steadystate  pressure  equili- 
brium otherwise. 

The  capacitance  manometer  head  in  Fig.  1 senses  pressure  dif- 
ferences between  the  two  chambers  by  using  the  changing  capacitance 
of  a thin  stressed  metallic  membrane  as  part  of  an  electrode  sys- 
tem. The  total  range  of  the  head  is  0-1  Torr.  The  associated 


3 

26 


I 


i 


4 


electronics  has  multiple  ranges  with  the  most  sensitive  being 
0.001  Torr  full  scale. 

The  pressed  KBr  pellet  spectroscopic  extinction  technique  is 

a qualitative  measurement  method  that  is  well  known  and  most  use- 

1 2 

ful  in  the  infrared.'  The  transmission  spectrum  of  the  disk  con- 
taining atmospheric  dust  or  other  particulate  sample  is  an  atten- 
uation spectrum  of  the  sample,  since  both  absorption  and  scattering 
are  involved.  However,  in  the  Infrared  where  the  radiation  wave- 
length is  large  compared  to  the  particle  size  of  atmospheric  dust, 
absorption  can  be  the  dominant  attenuation  mechanism  that  varies 
with  wavelength.  The  spectrum  can  then  be  thought  of  as  a qual- 
itative representation  of  the  wavelength  dependence  of  the  absorp- 
tion coefficient.  In  the  visible,  the  pressed  pellet  method  is 
not  as  useful  because  the  particles  are  not  small  compared  to  vis- 
ible wavelengths.  Scattering  can  then  become  the  dominant  atten- 
uating mechanism  in  the  pellet,  and  the  spectrum  is  no  longer  a 
representation  of  the  absorption  coefficient.  Additionally,  some- 
what dense  samples  have  to  be  used  in  both  the  visible  and  infra- 
red wavelength  regions  since  appreciable  losses  must  take  place 
to  be  accurately  measured  in  a straight  transmission  measurement. 

In  comparison,  since  spectrophones  are  so  sensitive,  very  dilute 
pellet  sample  mixtures  can  be  used  to  measure  absorption  losses 
of  atmospheric  dust  mixed  into  the  KBr  pellet  shown  in  the  back 
chamber  in  Fig.  1.  Experimental  tests  have  proven  this  to  be  true 
with  samples  as  small  as  10  ^ grams  of  dust  resulting  in  absorp- 
tion signal- to-nolse  ratios  of  greater  than  10.  This  requires  the 
use  of  a sensitive  analytical  balance!  otherwise,  standard  mixing 
and  pressing  techniques  are  followed  in  forming  the  sample  pellet. 

Energy  that  is  absorbed  by  the  atmospheric  dust  mixture  in- 
side the  KBr  pellet  transfers  from  the  dust  particles  to  the  KBr 
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host  pellet  material  and  thence  to  the  gaseous  medium.  The 
spectrophone  absorption  test  equilibrium  time  constant  (source 
beam  on)  is  from  15  to  60  seconds  depending  on  the  size  of  the 
KBr  pellets  and  the  leak-valve  setting.  Any  unwanted  scattered 
energy  interacts  with  the  system  in  a different  manner  than  the 
absorbed  energy.  First  of  all,  it  is  desired  to  allow  as  much 
as  possible  of  the  scattered  energy  to  escape  from  the  spectro- 
phone chambers,  thereby  not  contributing  to  the  test  signal. 
Therefore,  the  particulate  spectrophone  in  Fig.  1 is  construc- 
ted as  short  and  wide  as  conveniently  possible.  Secondly,  any 
scattered  energy  that  strikes  a highly  reflecting  spectrophone 
chamber  wall  will  be  primarily  reflected  through  perhaps  at  worst 
a number  of  reflections  out  of  the  system.  Thirdly,  any  scat- 
tered energy  that  does  get  absorbed  in  the  walls  of  the  spectro- 
phone chambers  does  not  efficiently  re-enter  the  gaseous  me- 
dium and  therefore  does  not  make  an  appreciable  signal  contri- 
bution. The  results  of  a number  of  scattered  energy  tests  show 
that  scattered  energy  contribution  to  a developed  spectrophone 
signal  is  down  by  a factor  of  200  or  more  compared  to  absorbed 
energy. 

Due  to  the  long  heat  transfer  time  constants  of  the  KBr  pel- 
let, chopping  rates  using  rotating  choppers  proved  to  be  too  high, 
even  at  0.5  Hz.  Therefore,  a simple  off -on-off  manual  blade  ro- 
tation test  procedure  is  used  with  an  on-time  cf  about  20  seconds 
for  250  mg  pellets.  The  leak-valve  must  be  very  nearly  closed 
for  satisfactory  operation  with  such  a long  time  constant.  In 
fact,  system  operation  is  feasible  without  any  leak-valve  at  all 
between  the  front  and  back  chambers.  However,  much  longer  waiting 
periods  are  required  between  tests  and  the  test  on-time  is  increas- 
ed to  the  several  minute  region  before  equilibrium  occurs.  The 
presence  of  a leak-valve  materially  aids  the  test  procedure  since 
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the  pressures  In  the  front  and  back  chambers  are  then  automat- 
ically equalized  before  test  Initiation,  even  in  the  presence  of 
small  leaks  or  outgassing  conditions.  Once  the  leak-valve  is 
properly  set,  it  can't  be  changed  between  sample  and  calibration 
tests. 

Typical  test  result  curves  of  capacitance  manometer  output 
signals  are  shown  in  Fig.  2.  Curve  A corresponds  to  the  desired 
leak-valve  setting  with  the  signal  strength  represented  by  the 
level  change  occurring  between  the  off  and  final  equilibrium  con- 
ditions. Curve  B corresponds  to  a more  open  leak-valve  setting  and 
is  somewhat  less  desirable  since  the  maximum  level  change  is  de- 
pendent upon  heat  transfer  rates. 

CALIBRATION 

Initial  calibration  tests  have  been  performed  using  three 
different  approaches;  COg  gas  absorption,  infrared  extinction 
measurements,  and  nichrome  wire  dissipation.  Test  calibration 
results  using  the  three  methods  agree  within  tlO/o  at  this  early 
stage. 

The  COg  gas  calibration  procedure  consists  of  u^ing  a CO^ 
laser  source  and  a known  COg  absorption  line  such  as  P(20)  at 
10.59  micrometers.  A CO^-N^  6as  mixture  is  placed  in  the  back 
chamber  while  only  Ng  is  inserted  in  the  front  chamber  at  the  same 
total  pressure.  Pure  KBr  pellets  are  in  both  the  front  and  back 
chambers  to  keep  both  volume  and  balance  test  conditions  as  sim- 
ilar as  possible  to  those  encountered  when  making  pellet-particulate 
absorption  tests.  Between  150  and  200  Torr  of  COg  is  used  due  to 
the  short  path  length  (about  1.5  cm)  in  the  particulate  spectrophone 
back  chamber.  The  COg  laser  source  is  tuned  to  the  P(20)  10.59 
micrometer  line  center  and  chopped  at  about  0.25  Hz  as  compared  to 
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the  approximate  0.05  Hz  rate  used  for  pellet-particulate  tests. 
This  faster  on-off  rate  is  possible  due  to  the  shorter  CO^  gas 
absorption  energy  transfer  rates.  The  presence  of  the  150-200 
Terr  CO2  pressure  makes  it  necessary  to  include  self-broadening 
effects  along  with  the  Hg  foreign-broadening.  In  addition,  the 
comparative  thermal  properties  of  CO^  and  must  also  be  taken 
into  consideration  because  of  their  widely  different  magnitudes. 

A calibration  absorption  sensitivity  figure  of  about  2100  1200 
volts  per  watt  absorbed  was  obtained  for  the  .03  capacitance 
manometer  scale  and  a leak-valve  setting  resulting  in  a 20  second 
test  period  for  a 250  mg  pellet. 

A second  approach  to  calibrating  the  differential  spectre- 
phone  involves  use  of  a highly  absorbing  sample  pellet  mixture 
such  as  acetylene  soot  in  the  10  micrometer  wavelength  region. 
Since  scattering  can  be  approximated  as  being  negligible  compared 
to  soot  absorption  at  these  wavelengths,  an  extinction  test  can 
be  compared  to  the  spectrophone  signal  obtained  by  using  the  same 
pellet.  After  pellet  air-to-solid  boundary  reflection  losses  of 
about  8$  are  subtracted,  the  remaining  loss  due  mostly  to  absorp- 
tion can  be  equated  to  :;he  spectrophone  signal.  The  resulting 
absorption  sensitivity  figure  of  2000  ±200  V/w  compares  well  with 
the  COg  derived  figure  of  2100  V/W.  It  should  be  noted  that  the 
geometry  of  the  calibration  absorption  region  conditions  axe  some- 
what different  between  the  two  nethods.  Therefore,  it  is  not  sur- 
prising to  see  some  difference  between  the  two  numbers. 

The  third  approach  to  calibration  uses  a coil  of  nichrone 
wire  placed  in  the  back  chamber.  By  measuring  the  resistance  of 
the  coll,  a known  amount  of  energy  can  be  dissipated  and  the  cor- 
responding pressure  change  converted  to  a voltage  signal  by  the 
capacitance  manometer.  During  the  calibration  tests,  it  was  dis- 
covered that  where  the  coil  Is  positioned  in  the  back  chamber  is 

7 


30 


an  Important  factor  in  the  calibration  results  obtained.  It  was 
also  determined  that  the  time  constant  of  the  wire  itself  is  sub- 
stantially less  than  the  pellet-chamber  interaction.  Therefore, 
the  nichrome  wire  was  wound  in  a flat  coil  geometry  and  placed  in 
the  pellet  position  in  the  back  chamber.  Absorption  sensitivity 
calibration  numbers  of  about  1900  1200  v/w  were  obtained.  This 
is  in  good  agreement  with  the  CO^  and  infrared  extinction  calibra- 
tion method  results. 

EXPERIMENTAL  PROCEDURE  AND  RESULTS 

General 

Preliminary  results  have  been  obtained  at  three  different 
laser  wavelengths;  1.06,  9.6,  and  10.6  micrometers.  Samples 
tested  include  atmospheric  dust,  quartz,  and  acetylene  soot.  The 
quartz  and  soot  samples  were  chosen  for  their  widely  varying  ab- 
sorption properties  between  the  three  wavelengths  and  the  fact 
that  some  absorption  data  is  available  using  other  methods. 

Table  I lists  the  absorption  indexes  as  measured.  It  Is 
estimated  that  the  results  contain  a +25,0  uncertainty  which  is 
expected  to  be  improved  using  newer  laser  sources  and  a thermally 
shielded  capacitance  manometer  system. 

All  of  the  tests  were  run  using  a laser  power  input  to  the 
calibrated  power  meter  of  200  milliwatts.  The  sample  mixture  pel- 
let is  placed  in  the  back  chamber  so  that  it  is  as  close  as  possi- 
ble to  the  power  meter.  The  meter  readings  are  then  corrected  to 
correspond  as  closely  as  possible  to  the  power  level  at  the  pellet 
which  is  separated  from  the  power  meter  by  the  back  NaCl  window. 
Alternatively,  the  back  NaCl  window  can  be  temporarily  removed  for 
■ore  power  measurement  accuracy  if  necessary. 


8 


31 


. ■■  . - 


Lambert's  law  Is  used  to  calculate  the  absorption  numbers  from 
the  experimental  test  data.  Particle  size  (with  respect  to  wave- 
length) appears  to  be  an  Important  parameter  due  to  its  possible 
effect  on  absorption  per  unit  mass  of  sample.  However,  In  these 
early  tests  we  have  assumed  that  all  samples  have  been  properly 
prepared  such  that  particle  size  is  less  than  the  test  wavelengths 
used.  Later  on,  the  pellet-spectrophone  method  may  be  very  val- 
uable In  determining  the  extent  of  size-absorption  effects.  Lam- 
bert's law  is  given  by 

I - I e~t{px  (1) 

o 

whore  x is  the  distance  in  centimeters,  c<  is  the  mass  absorption 
coefficient  in  units  of  cm  /g,  and  P is  the  particulate  mass  den- 
sity. It  is  used  in  calculating  o<  or  k *=«< P from  the  test  re- 
sults. Absorption  data  can  also  be  expressed  in  terms  of  the 
imaginary  part  of  the  complex  refractive  index,  n*.  Appropriate 
parameters  are: 

n'  m imaginary  part  of  the  complex  refractive  index. 

• absorption  index. 

k ■ hrr  n1  «=  absorption  coefficient. 

X 

n'/P  **  mass  absorption  index. 
k/P  “ mass  absorption  coefficient, 
wavelength. 

Rearrangement  of  Eq.  1 results  in 

•’***  - 1 - W1. 

where  W . is  the  absorbed  power.  For  these  tests,  I is  obtained 
aos  * o 

from  the  power  meter  reading  by  adding  on  the  power  lost  at  the 
NaCl  back  window  surfaces  and  the  power  lost  in  the  pellet.  Pellet 
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Pellet  losses  Include  both  JCBr  host  pellet  surface  reflections 
and  W^g.  Normally,  is  quite  small  and  can  be  neglected  in 

determining  IQ.  However,  it  still  must  be  known  for  use  in  Eq.  2 
and  is  determined  by  dividing  the  test  signal  in  volts  by  the 
system  absorption  sensitivity  parameter  of  2000  V/W  on  the  .03 
capacitance  nanometer  scale.  The  2000  V/W  figure  is  an  average 
of  the  three  calibration  methods.  The  equivalent  sample  thick- 
ness x can  be  found  by  calculating  the  particulate  volume  per 
pellet  and  dividing  by  the  pellet  cross-sectional  area.  If  P 
is  known,  k or  n'  c:m  be  determined  from  the  test  results.  If 
Is  not  known,  k/fc  or  n'/P  orc<  can  be  found. 

Scattering  Extinction  Tests 

Equation  1 as  stated  and  used  concerns  absorption  losses 
only.  However,  scattering  extinction  effects  can  be  important 
and  even  dominant  in  shorter  wavelength  regions.  One  of  the  main 
purposes  of  the  1.06  micrometer  wavelength  quartz  test  listed  in 
Table  I was  to  attempt  verification  of  spectrophone  separate 
of  scattering  and  absorption  losses.  It  was  not  expected  th. 
much,  if  any,  spectrophone  absorption  signal  would  be  observed, 
since  quartz  has  a negligible  absorption  coefficient  at  this  wave- 
length. However,  some  scattering  is  known  to  occur  and  if  the 
spectrophone  is  at  all  sensitive  to  scattered  energy,  seme  signal 
should  develop.  No  signal  was  detected,  verifying  at  least  some 
insensitivity  to  scattering  losses. 

Further  efforts  at  determining  a scattering  sensitivity  fac- 
tor, as  compared  to  absorption,  consisted  of  applying  a controlled 
density  of  15-25  micron  diameter  nonabsorbing  glass  bead  spheres 
on  one  surface  of  a KBr  pellet.  The  pellet  was  then  placed  in  the 
back  chamber  of  the  spectrophone  and  irradiated  with  a NdiYAG 
laser  source  at  1.06  micrometers,  A developed  spectrophone  signal 
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of  0.96  volts  was  measured.  This  was  followed  by  an  extinction 
test  with  the  back  NaCl  window  removed  and  the  bead  covered  pel- 
let pi need  alternately  In  and  out  of  the  beam.  After  normal  KBr 
reflection  loses  were  subtracted,  an  attenuation  loss  of  105  mil- 
liwatts remained  under  the  same  power  level  conditions  that  the 
spectrophone  test  was  run  at.  The  ratio  of  0.96  volts  to  105 
milliwatts  scattering  loss  is  equivalent  to  a scattering  sensi- 
tivity of  9-1  V/W.  Since  the  absorption  sensitivity,  as  discussed 
earlier,  is  about  2000  v/W,  the  spectrophone  system  ratio  of  ab- 
sorption to  scattering  response  Is  somewhat  greater  than  200. 

This  ensures  practical  operation  down  into  the  shorter  wavelength 
regions.  It  also  appears  that  this  ratio  of  200  may  be  improved 
by  further  design  modifications  if  necessary. 

Absorption  Tost  Results 

The  atmospheric  dust  test  sample  was  collected  in  Tel  Aviv, 
Israel.  Spectrophone  sample  pellets  weighing  2p0  mg  and  contain- 
ing 2,9  x 10  ^ g dust/pellet  were  made  from  a mixture  containing 
8.393?2  g KBr  and  0.00097  g dust.  Test  signals  of  from  2-12  volts 
were  obtained  depending  on  which  of  the  three  source  wavelengths 
were  used.  We  have  compared  our  spectrophone  results  at  1.06  micro- 
meters with  that  obtained  using  previously  reported  diffuse  re- 
7 4 

flectance  methods-' * on  part  of  the  same  parent  sample.  Sone  dif- 
ference can  be  noted  in  Table  I.  Agreement  at  9.6  and  10.6  nicro- 

7 

meters  is  good  compared  with  data  recently  published  by  Fischer  , 
even  though  his  sample  was  collected  at  an  entirely  different  lo- 
cation in  Kainz,  Germany. 

For  quartz  absorption  tests,  sample  pellets  weighing  250  mg 
and  containing  3*6  x 10”^  g quartz/pellet  were  made  from  a mixture 
of  6.66896  g KBr  and  0.00100  g finely  ground  quartz.  Measured  sig- 
nal levels  were  in  the  2-10  volt  range  for  the  9.6  and  10.6 
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micrometer  wavelengths.  As  stated  previously,  no  absorption  sig- 
nal was  observed  at  1.06  micrometers.  Reasonably  good  agreement 

12 

with  Peterson  and  Weinman  exists  at  9.6  and  10.6  micrometers. 

The  third  material  tested  at  the  three  laser  wavelengths 
was  a mixture  of  KBr  and  acetylene  soot.  Due  to  its  strong  ab- 
sorption properties,  a beginning  mixture  of  12.07537  6 klir  and 
0,00163  g acetylene  soot  was  further  diluted  until  only  3*3  x 10~^  g 

of  soot/pellet  was  obtained.  A comparison  of  the  data  in  Table  I 
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with  that  of  Foster  and  Howarth  ' reveals  good  agreement  at  1.06 
and  9.6  micrometers. 


CONCLUS}  OKS 

This  work  shows  that  a spectrophone  device  can  be  constructed 
wnich  is  at  least  200  times  more  sensitive  to  absorbtxt  energy  than 
scattered  energy  in  measurement  of  the  imaginary  refractive  index 
of  an  atmospheric  dust  sample.  Application  of  this  device  to  sam- 
ples of  powdered  quartz  shows  that  it  gives  good  agreement  with 
known  values  of  the  imaginary  index.  This  occurs  both  in  the  10 
micrometer  region  wher®  quartz  is  a strong  absorber  and  at  1.06 
micrometers  where  quartz  does  not  absorb  significantly,  even  though 
attenuation  in  powdered  quartz  at  1.06  is  high  due  to  scattering. 
The  spectrophone  method,  when  applied  to  atmospheric  dust  samples, 
also  agrees  reasonably  well  with  measurements  made  by  two  other 
methods.  Measurements  made  on  carbon  particles  are  also  in  agree- 
ment with  other  researchers.  In  addition,  it  is  shown  that  the 
spectrophone  measurement  can  be  made  on  very  small  quantities  of 
sample.  This  is  a feature  of  considerable  importance  for  study 
of  atmospheric  dust  where  long  collection  times  are  required  to 
acquire  even  snail  quantities  of  sample.  Considering  the  in- 
herent flexibility  given  by  the  fact  that  the  signal  obtained  from 
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a pellet  spectrophone  Is  independent  of  wavelength,  we  now  have 
a device  that  permits  measurements  at  different  ultraviolet, 
visible,  or  infrared  wavelengths  to  be  directly  compared.  Be- 
cause of  these  rather  desirable  characteristics,  it  appears  that 
the  KBr  pellet  spectrophone  is  a device  worth  developing  fur- 
ther. 
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TABLE  1.  Absorption  Index  of  Atmospheric  Dust,  Quartz,  and  Soot 


Particulate 

Matter 

X(A»w) 

Spectrophonea 

n* 

Other  Method^ 

n* 

Atmospheric  Dust 

1.06 

O.O36 

0.023 

Unpublished  data^' 

(Assumed  P *»  2.4) 

9.6 

0.290 

0.286 

Fischer^ 

10.6 

0.135 

0.145 

Fischer^ 

Quartz 

1.06 

Negligible 

<10-7 

Peterson  k Weinman 

(P  ~ 2.66) 

9.6 

0.325 

0.283 

Peterson  & Weinman 

10.6 

0.051 

0.034 

Peterson  4 Weinman 

Acetylene  Soot 

1.06 

0.586 

0.65c 

Foster  k Howarth*'' 

(Assumed  P **  1.7) 

9.6 

0.733 

0.90c 

Foster  & Howarth*' 

10.6 

0.732 

a Mean  values  of  tests, 
b Interpolated  data, 
c Compared  with  natural  gas  soot. 
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In-situ  atmospheric  particulate  absorption  coefficient  tests  are 
really  the  desired  end  result  of  past  and  future  research  efforts.  There- 
fore, first  feasibility  tests  were  run  in  an  attempt  to  develop  a flowing 
spectrophone  system.  A thin-walled  copper  tube  was  used  as  a barrier  be- 
tween the  absorption  medium  and  the  capacitance  manometer  measuring  system. 
This  effort  was  made  to  determine  if  there  was  any  possibility  of  using 
an  indirect  approach  wherein  a part  of  the  absorption  energy  could  be 
transferred  to  the  capacitance  manometer  through  a pressure  change  bar- 
rier. The  first  results  were  extremely  encouraging  until  it  was  dis- 
covered that  s small  leak  existed  through  the  copper  wall  and  that  this 
leak  was  responsible  for  much  of  the  signal  first  observed.  However,  later 
tests  have  shown  that  a signal  can  be  transmitted,  although  a heat  iso- 
lation section  is  needed  in  series  with  the  leak  valve.  A better  approach 
would  appear  to  be  a method  using  membrane  filters  in  the  sensing  head 
lines.  This  would  protect  the  head  from  contamination  and  still  provide 
direct  pressure  change  capability.  This  approach  will  be  given  further 
effort  whenever  possible  in  the  future. 

Conclusions  and  Recommendations 

Even  though  extra  effort  was  placed  in  Task  II  at  the  expense  of  Task  I, 
much  more  work  remains  to  be  done.  This  is  very  much  due  to  the  importance 
of  the  pellet-spectrophone  approach  to  determining  atmospheric  particulate 
absorption  coefficients.  It  is  highly  recommended  that  extensive  efforts 
be  placed  in  the  continuation  of  the  development  of  this  device.  Specific 
items  needing  further  work  are  calibration,  minimization  of  scattering 
effects,  geometry,  ultimate  sensitivity,  and  particle  size  effects.  For- 
tunately, none  of  these  areas  appear  to  be  a major  limiting  factor.  Other 
spectrophone  system  modifications  should  also  be  investigated. 


